Computed tomography pelvimetry: accuracy and radiation dose compared with conventional pelvimetry.
Several publications in the past few years have indicated that computed tomography (CT) pelvimetry is preferable to conventional pelvimetry when considering accuracy and radiation dose. Many of the previous publications have, however, compared state of the art CT pelvimetry with outmoded conventional pelvimetry techniques. This study compared both the accuracy and the radiation dose of CT pelvimetry with conventional pelvimetry as practised in two large teaching obstetric hospitals in Melbourne. The study did not demonstrate any significant difference in the accuracy between the two methods. The radiation dose to the fetal gonads was also similar. The radiation dose using CT pelvimetry could be significantly lowered if the axial CT section through the ischial spines were excluded from the CT technique.